An original experimental procedure is presented to measure the mechanical interaction between tongue and teeth and palate during speech production. It consists in using edentulous people as subjects and to insert pressure sensors in the structure of a replication of their dental prosthesis. This is assumed to induce no speech production perturbation for subjects who are used to speak with their prosthesis. Data collected from 4 subjects of French demonstrate the usability of the system.
Introduction
It has been hypothesized in the literature ( [1] , [2] ) that the speech motor control system could make use of external mechanical structures such as the palate or the teeth to induce specific strains in the tongue and to increase speech movement accuracy during the production of palatal and alveopalatal stops and fricatives and of high vowels. Quantitative measurements of the mechanical pressure exerted by the tongue on the teeth and the palate could provide an interesting basis to quantitatively assess this hypothesis. A number of experimental set-ups have been developed in the past years ( [3] , [4] ) to measure this pressure. The limits of these techniques, beside the inherent complexity of their calibration, lie in the fact that they actually induce slight perturbations onto speech production, because they modify the geometry of the vocal tract. In this paper, we present an original experimental procedure, PRESLA ( [5] , [6] ) that has not this drawback, because its design has been specifically adapted to a peculiar population of subjects, namely edentulous subjects who wear a complete dental prosthesis.
Materials and method

The PRESLA system
The dental prosthesis consists of a complete artificial denture and of an artificial palate. Artificial teeth are similar in shape and size to natural teeth ( Figure 1 ). The false palate lowers the palatal vault and modifies its shape. However since our subjects are used to wear the prosthesis, it can be assumed that it does not correspond to a perturbation any longer. For the pressure measurements; a strain gauge sensor is inserted into a duplicate of the complete denture (Figure1, left panel). Since the artificial palate carrying a complete artificial denture must be at least 3mm thick to avoid breakage during mastication, both the pressure sensor and the wires connecting it with the connector outside of the mouth can be easily inserted in the prosthesis. This ensures that as compared to the normal prosthesis, our experimental setup does not induce any additional change of the geometry of the oral cavity. Thus, it can be hypothesized that for edentulous subjects who are used to speak with their prosthesis, our experimental device does not induce any perturbation of the speech production.
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The position of the transducer in the complete denture varies with the sound that is analyzed. It is determined by a palatographic recording (Figure1, right panel) in order to locate the position of the contacts and to measure tongue pressure as accurately as possible for each sound under investigation. The transducers are handmade and their locations in the complete denture are different for each patient. Hence, it is necessary to calibrate each sensor in the prosthesis for each subject specifically. In this aim, a calibration device has been developed, called Dried Water Column (DWC) ( Figure 2 , left panel). It consists of a long vertical tube in which water can be filled in. At the lower tip of the water column, a deformable water container made of latex ( Figure 2 right panel) is in contact with the pressure sensor that is in place in the complete denture. This set-up allows giving a fair account of the visco-elastic properties of tongue soft tissues and of their strain when they are in contact with rigid bodies. The container has a convex shape due to the water pressure that is accurately controlled by the height of the water in the column. The mechanical pressure is thus applied to the sensor as long as the latex container is not too much stiffened (Figure 2 , left panels). If this condition is not strictly respected, the mechanical pressure is also a function of the surface tension of the latex due to Laplace forces, and the electrical signal delivered by strain gauge sensor is no more a true measure of the water pressure.
In appropriate conditions of experimentation, an accurate conversion of the voltage of the electrical signal delivered by the sensor into pressure values is possible. The relation between sensor signal and water pressure was found to be linear and without any hysteresis effect in the pressure range going from 0 to 80 mm of water. In this range of pressure, the voltage of the sensor signal is the order of a few microvolts. Hence, measurement was done thanks to the use of a Wheastone bridge that was supplied by a 2V DC voltage. DC supplier's (Vishay 2120A) output voltage presents very small instabilities, which are of the same order of magnitude than the measured signal but at a much higher frequency. Hence, the signal delivered by the sensor was band-pass filtered before being analyzed (0dB in the range [3Hz-70Hz].
Method
Measurements were carried out for 4 subjects (GRO, LEN, THE, BRE) who were all native speakers of French. All the subjects were wearing their complete denture for months and were used to speak with it. The true replica of the complete denture is then assumed to correspond to their current normal speaking conditions. The corpus consists on the one hand of many repetitions of the syllable /ta/ (condition henceforth called reiterated speech, and, on the other hand, of repetitions of the short meaningful French sentence "Toto a tété sa tétine" /totoatetesatetin/ (henceforth called meaningful 8th International Seminar on Speech Productionspeech). In both cases subjects were asked to speak at a normal speaking rate. In addition to these recordings under normal condition, recordings were made under perturbed conditions, in order to explore the influence of orosensory and auditory feedbacks tongue/palate interaction in speech production. In this aim, these feedbacks were perturbed respectively via a lingual anaesthesia and noisy headphones.
Recordings were made in a normal dentist room of Lyon's University Hospital during 4 different sessions at a one month interval. In each session, the normal condition was recorded first, followed by the condition with noisy auditory feedback and by the condition with lingual anaesthesia. Figure 3 presents a typical example of the filtered signal delivered by the strain gauge sensor for speaker GRO during the production of reiterated speech. This example is representative for the four subjects, in terms of shape, timing and amplitude. Noticeable intra-speaker variability is observed for the peak of pressure during the production of /t/: it ranges from 5cmH 2 0 to 40cmH 2 0. It varies with the repetition, with the position in the sentence (for meaningful speech, see below) and with the session. Figure 4 shows this /t/ pressure for speaker LEN during a complete recording session. It was observed that the pressure and its variability is similar for reiterated speech (left part of the graph) and for meaningful speech (right part of the graph). It should also be noted that the inter-speaker variability does not exceed the intra-speaker one. Neel et al. ( [7] ) suggested that speech production would generate tongue/palate pressure in the range of 25% of the maximal pressure (Pmax) that the tongue can exert against the palate. In this context, the measurements from our subjects would correspond to Pmax values ranging from almost 20cmH 2 0 up to around 160cmH 2 0. This is in agreement with data provided in the literature ( [8] , [9] ). 
Results
Normal conditions
) measured during /t/ occlusion for 4 repetitions of the meaningful sentence (speaker THE). Each measure corresponds to a syllable /t/-vowel within a sequence
In meaningful speech a decrease of the pressure is systematically observed from the beginning to the end of each sentence ( Figure 5) . A similar decrease is observed for the intensity of the acoustic signal. This phenomenon is consistent with the declension prosodic effect in French (see for example [10] . 
Perturbed conditions
In perturbed conditions the maximal pressure measured during /t/ occlusion, in reiterated and in meaningful speech was compared to the measurements obtained in normal condition. For the 4 subjects no significant differences could be observed between the three conditions (see Table 1 summarizing the results for subject LEN). The results obtained in Anaesthesia condition confirm our hypothesis that our subjects were used to speak with their complete denture. The damping of the orosensory feedback does not prevent them to produce alveolar stops as under normal condition. However, the results in Noise condition do not support the widely accepted assumption that speaking in noise is associated with an increase of articulatory effort (Lombard effect). This assumption was recently supported by Garnier et al. [11] , who observed for bilabial stop consonants that under noisy conditions speakers tend to press their lips stronger against each other. Further studies seem necessary to confirm our findings. 
Conclusion
The range of pressure values found for the 4 speakers, its consistency across speakers, together with the pressure decrease observed within each sentence, demonstrate the usability of PRESLA. Further studies will aim at finding the origin of the large intra-speaker pressure variability and at clarifying and interpreting our observations in noisy feedback condition.
